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ABSTRACT   
Developments in lidar have been driven largely by improvements in two key technologies: lasers and detectors. We 
describe here a lidar instrument for atmospheric remote sensing using the elastic-backscatter and differential-absorption 
lidar (DIAL) techniques. The instrument features an all-solid-state laser source combined with a flexible approach to 
detection providing portability, eye-safe operation and high sensitivity. 
The system is built around a custom-designed Newtonian telescope with a 0.38 m diameter primary mirror. Laser 
sources and detectors attach directly to the side of the telescope allowing for flexible customization with a range of 
equipment. The laser source is based on an optical parametric oscillator (OPO). The OPO is pumped by a neodymium-
based diode-laser pumped solid-state laser and angle-tuned by rotating the nonlinear conversion crystal.  This provides a 
wide range of available wavelengths suitable for lidar within the 1.55 µm to 3.10 µm  spectral region, where there exists 
a relatively high exposure limit for eye safety. The OPO delivers 1 mJ output pulse energy which is expanded and then 
transmitted coaxially from the telescope. Our goal is to make vertically-resolved measurements of greenhouse gas 
concentrations using DIAL. The source can rapidly be tuned between the on-line and off-line wavelengths to make a 
DIAL measurement. 
The use of the 1.6 µm wavelength region allows for several detection schemes.  Whilst photodiode detectors are a very 
low-cost solution their limited sensitivity restricts the maximum range over which a signal can be detected. We therefore 
have designed the instrument to support alternative detection schemes including avalanche photodiodes (APDs). 
Keywords: lidar, DIAL, photonics, OPO, greenhouse gases 
1. INTRODUCTION  
New instruments are needed to improve the quality and coverage of greenhouse gas measurements. Satellite-based 
sensors are the only instruments which give global coverage, however they generally provide column-weighted or 
column-integrated measurements1 and have limited precision in the boundary layer, where evidence for sources and 
sinks of greenhouse gases reside. In contrast, ground-based measurements are the most reliable, but are limited in 
vertical range and resolution by the height of monitoring towers. Airborne instruments enable both high precision and 
vertical resolution, but are too costly for routine monitoring of a wide area. 
Light detection and ranging (lidar) enables ground-based monitoring of the atmosphere with vertical resolution. Briefly, 
a lidar measurement is made by transmitting a laser pulse through the atmosphere, receiving the back-scattered light with 
a telescope and measuring the received power against the time elapsed since the pulse was transmitted (∆𝑡). The distance 
from the lidar to the scattering, the range, can be calculated as 𝑅 = !∆!!  where c is the speed of light. The authoritative 
text on lidar by Measures2 was first published in 1984. Since that date technological progress in photonics has made lidar 
less complex, improved instruments' performance and supported the development of new techniques. 
For greenhouse gases, differential absorption lidar (DIAL) has become the favoured technique3,4. In DIAL, two laser 
pulses at different wavelengths are transmitted sequentially. One, the on-line wavelength is tuned to an absorption 
feature in the gas of interest, the other, the off-line is tuned slightly away (typically by ~0.2 nm) from the absorption 
wavelength. Comparison of the return signals at each wavelength allows calculation of the density of the gas as a 
function of range. The use of the off-line wavelength as a reference means that this calculation does not depend on any 
instrumental parameters, such as the receiver aperture area or the laser pulse duration. 
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Eye-safety is a critical issue for any lidar. Instruments which are not eye-safe generate larger return signals due to the 
higher laser energies, however the ocular hazard greatly restricts the type of environments in which they can be used. 
Operation near airports or in urban areas is precluded. For a flexible, portable instrument it is therefore highly desirable 
that it be eye safe5. 
In this paper we report the initial measurements made with an instrument we are developing for DIAL. We outline the 
relevant background relating to scattering, discuss our choice of laser technology, describe the instrument in detail, and 
present our elastic-backscatter measurements. 
 
2. BACKGROUND 
The lidar equation is6 
 𝑃 𝑅 = 𝐾𝑂 𝑅 𝑇 𝑅 𝛽 𝑅𝑅2  (1) 
where P(R) is the received power from range R, K is a factor defined by the performance of the lidar system, O(R) is the 
laser-beam receiver–field-of-view overlap function, T(R) is the transmission factor for the path between the lidar and the 
range R and β(R) is the backscattering coefficient at range R. The received power is inversely proportional to the square 
of the range as the scattering (generally) occurs isotropically and the area of the receiver aperture collects only a small 
fraction of the scattering sphere at range R. 
The DIAL technique relies on transmitting a short pulse of laser radiation into the atmosphere where a small proportion 
of it is scattered by particulates in the path back into a sensitive receiver. The particulates include molecules and a wide 
range of small particles. Rayleigh scattering describes the elastic scattering of light by particles which are much smaller 
than the wavelength of the light, typically molecules, and is well-understood. The major contribution is from the 
molecules of nitrogen and oxygen in the atmosphere. The Rayleigh scattering cross section (σ) has been computed by 
several authors7,8. For air under standard conditions, and a wavelength of 1.5 µm, the tabulated cross section is 𝜎 = 7.875×10!!"  cm!. Using this value the fraction of a laser beam that is scattered into a lidar of given aperture and 
optical efficiency may be calculated6, giving the received power for a given transmitted power. The results of this 
calculation using our instrument's parameters suggest that the received signal power at the detector from 1 km range will 
be 11 nW, reducing to 2.8 nW at 2 km due to the !!!-dependence. This sets a baseline requirement on the sensitivity and 
noise performance of the detector and its amplifier. 
The Rayleigh scattering cross section is proportional to the inverse fourth power of the wavelength, so most Rayleigh 
scattering experiments are carried out in the ultraviolet spectral region. The Rayleigh scattering model breaks down 
when the particle size becomes larger than about 10 % of the wavelength of the incident radiation and this is the regime 
of Mie scattering. In the 1.5 µm region Rayleigh scattering is therefore expected to be very small and Mie scattering will 
dominate. The intensity and angular distribution of aerosol scattering depends strongly on the local aerosol composition 
and physical characteristics which vary widely with location and air quality. An important input is the aerosol size 
distribution and various approaches have been adopted9,10. However, for any specific observation, the aerosol 
characteristics may not be known and will be expected to be highly variable, especially in eastern Scotland where we 
made the measurements presented in this paper.  
The laws that govern particulate scattering are complex and have only been derived for a limited number of particle 
characteristics. The characteristics which most determine the scattering are the particle size and the size distribution. A 
range of particle sizes is given by Measures2 for a number of different types of atmospheres. Thus the value of β(R) in 
Equation 1 will be difficult to predict with any useful accuracy and a flexible design is essential to allow adaptation to 
improve the performance where required. For this instrument, the features over which the designer has control have been 
optimized within the constraints of eye-safety, portability, simplicity and affordability. This approach has motivated us to 
adopt a coaxial geometry using the largest receiver aperture that is practically portable in a simple Newtonian optical 
configuration. 
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3. THE LIDAR INSTRUMENT 
3.1 Choice of laser technology 
The key consideration for an eye-safe instrument is the wavelength of the transmitter. The visible–near-infrared region 
0.4–1.4 µm should be avoided as these wavelengths are easily transmitted through the human cornea and therefore 
present a significant eye hazard. The maximum permissible exposure (MPE)11 in this region is therefore low. Outwith 
this region, the MPE is substantially more favourable, allowing the use of much higher pulse energies. The wavelength 
region near 1.6 µm, the telecom window, is particularly attractive for lidar as a wealth of telecommunications 
technologies can be applied and low-cost high-sensitivity detectors, such as avalanche photodiodes12, are available. 
The ideal laser source for DIAL would be rapidly tunable between the on-line and off-line wavelengths, have narrow 
spectral line-width to match the absorption feature in the gas, have a low divergence, and provide a laser pulse energy 
and average power close to the MPE. Several types of laser have been applied to meet these demands. Stimulated Raman 
scattering in high-pressure methane has been used5,13 to convert the fundamental wavelength of an Nd:YAG laser 
(1.064 µm) to the more eye-safe 1.54 µm. However, solid-state devices are preferable for field use as they avoid the need 
to handle methane and are not limited in wavelength tuning by the Raman spectrum of the gas. We chose to use an 
optical parametric oscillator (OPO) as this is an established solid-state technology that is capable of reliable operation, 
whilst providing the precision wavelength tuning required for DIAL. OPOs have been used for several DIAL systems 
operating in the telecom window near 1.6 µm4,14. 
  
Figure 1. The lidar instrument. An optical parametric oscillator (OPO) is pumped by a diode-pumped neodymium-doped 
yttrium lithium fluoride (Nd:YLF) laser. The wavelengths of the laser diode (λLD), Nd:YLF pump laser (λp), and the OPO 
signal (λs) and idler (λi) waves are shown. A photodiode is used to provide a power and timing reference. The OPO signal 
wave is separated from idler, expanded, and transmitted along the axis of the receiver telescope. The received signal is focused 
by the telescope into the detector. 
Proc. of SPIE Vol. 8534  85340X-3
 
 
 
 
 
3.2 Transmitter 
A diagram of the instrument is shown in Figure 1. The OPO is pumped by a neodymium-doped yttrium lithium fluoride 
(Nd:YLF) laser. The Nd:YLF laser is Q-switched and provides an output energy of 4.5 mJ per pulse at a repetition rate 
of 50 Hz and a wavelength of 1.047 µm. The OPO uses a type II critically phase-matched potassium titanyl phosphate 
(KTP) nonlinear crystal to convert the pump wavelength to 1.595 µm (signal) and 3.047 µm (idler). The wavelengths can 
be fine-tuned by rotating the crystal. The useful output conversion efficiency was measured as 21 %, with 0.76 mJ in the 
signal wave and 0.20 mJ in the idler, although this could be improved with the use of more optimal optical coatings as 
the overall down-conversion efficiency was measured through pump depletion to be close to 35 %. The pulse duration 
(full width at half maximum) was measured with a fast photodiode as 4.6 ns. The signal wavelength is used as the 
transmitter. A dichroic mirror separates it from the (unused) idler. A small portion of the transmit beam is picked off into 
a photodiode to monitor the transmitted pulse energy and provided a zero time (∆𝑡 = 0) reference signal. 
The transmit beam is expanded with a 8x Galilean lens pair. This expansion serves dual purposes. Firstly, since the OPO 
output is above the MPE, it reduces the irradiance and the radiant exposure, rendering the transmit beam eye-safe. 
Secondly, it reduces the output divergence to an angle within the receiver telescope's field-of-view. The ( !!!, full angle) 
divergence of the OPO signal output was measured as 5.1 mrad. The expansion reduces this by a factor of 8, to 0.6 mrad. 
The transmit beam ( !!!) diameter leaving the instrument was measured as 9.3 mm. If required the beam could be 
expanded further, up to the size of the telescope secondary mirror (90 mm). 
3.3 Receiver 
The receiver is based around a Newtonian telescope with an aperture diameter of 380 mm, and a focal length (f) of 
1150 mm. The focal ratio is f/3.03. The laser and the detector attach directly to the telescope tube as shown in the 
photograph in Figure 2. The telescope focuses the return signal onto the detector, an indium gallium arsenide (InGaAs) 
PIN photodiode (G8370-01, Hamamatsu). The photodiode has an active area of 1 mm diameter (D), a cut-off frequency 
of 35 MHz and a sensitivity of 0.95 A/W. 
The receiver field-of-view (full) angle is given by !! where D is the photodiode diameter (1 mm) and f is the focal length 
of the primary mirror (1150 mm). The field-of-view is therefore 0.9 mrad. As this is greater than the laser divergence 
(0.6 mrad after expansion) the transmitted beam lies completely within the receiver's field-of-view. 
The photodiode signal is amplified with a custom-built transimpedance amplifier. Although uncalibrated, the detector 
response to incident light can be estimated by multiplying the amplifier gain, 3.5×10! V/A, by the specified photodiode 
sensitivity (0.95 A/W) to give 3.3 V/µW. The cut-off frequency (𝑓!) of the amplifier was calculated as 10 MHz. As this 
Figure 2. A photograph of the complete instrument (A) and an internal photograph (taken from the opposite side) of the laser (B). 
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frequency is lower than that of the photodiode (35 MHz), it is the amplifier bandwidth which determines the range 
resolution. The rise time is calculated as !.!"!! =36 ns, giving a range resolution of 5 m. 
The lidar signal was digitzed with an oscilloscope. It was averaged over 256 traces to reduce the effect of random noise 
on the signal. The traces were transferred to a computer over a serial cable at a maximum rate of 3 s/trace. 
4. LIDAR MEASUREMENTS 
4.1 Results 
To evaluate the instrument a number of measurements of the elastic-backscatter lidar signal were made. All the signals 
were recorded in St Andrews, Scotland. 
Figure 3(A) shows a typical return signal recorded over a range from 0 to 1 km. The zero range reference (R=0 m) is 
taken from a photodiode inside the laser (shown in Figure 1). The signal is the average of 256 traces. The large peak 
immediately after zero range (and beyond the upper limit of the graph) is due to the detector picking up the outgoing 
transmitted pulse, probably from scatter inside the telescope. The broad peak centred on 140 m is likely to be a 
combination of Rayleigh and Mie scattering, although it is difficult to determine the expected received power from Mie 
scattering without knowledge of the local atmospheric aerosol composition. The position of the peak is due to the 
combination of two effects. The overlap function, O(R) in Equation 1, represents the fraction of the area illuminated by 
the transmitted beam which can be "seen" by the receiver telescope. At zero range the receiver cannot detect the 
transmitted pulse as it is obscured by the secondary mirror. As the range increases the pulse moves out of the shadow of 
the secondary mirror increasing the received signal power6. At the same time, the received power from scattering reduces 
with range, due to the !!! term in Equation 1, causing the falling edge of the peak. It was found that the position and 
height of this peak changed if the instrument was deliberately misaligned, as this moved the transmit beam moved out of 
the obscuration. 
Figure 3(B) shows a separate lidar signal recorded from 0 to 3.5 km. In order to measure the vertical range (altitude) the 
instrument was directed upwards by positioning a 600 mm wide flat folding mirror angled at 45° in front of the 
telescope. The signal shows strong scattering from a cloud at an altitude of 1.3 km. 
In order to evaluate the maximum range of the lidar, signals were also recorded with the instrument pointed at an 
elevation of 8° to the horizontal. Figure 4 shows the return signal from cloud at 5.5 km. This gives an estimate of the 
maximum range at which the lidar can detect a return signal above the noise level of the detector. 
Figure 3. Lidar return signals over a short range of 1 km (A), and a longer range of 3.5 km (B). Signal (A) shows the outgoing 
pulse as it leaves the transmitter near 0 m, followed by a peak due to atmospheric scattering which is centred at 140 m. Signal 
(B) shows a return from a cloud at an altitude of 1.3 km. 
Proc. of SPIE Vol. 8534  85340X-5
o
o
ok PI t\Q4
1 2 3 4 5
Range (km)
O N
Cl
ou
d 
al
tit
ud
e 
(km
)
O
 1
N
O
 -
00 O
 
 
  
The dynamic nature of the return signals from cloud can be observed by recording multiple traces as a time series. With 
the lidar directed vertically (from the folding mirror) series of return signals were recorded over time. The cloud altitude  
over time was determined by finding the altitude of the peak in each trace above a threshold set to the noise level of the 
detector. The first kilometre (R=0–1 km) was excluded from the analysis as this range contains both the outgoing 
transmit pulse and the atmospheric scattering peak. The results of this analysis are shown in Figure 5 for two series of 
lidar signals recorded over 10 min intervals on consecutive days. Figure 5(A) was recorded on an overcast day and 
shows a near-constant cloud-base altitude. The abrupt shift in cloud altitude from 1.7 km to 2.3 km at 7 min is likely due 
to a separate cloud drifting into the instrument's field-of-view. Figure 5(B) was recorded on a clear, windy day and 
shows scattered cloud drifting above the instrument. 
An automated report from a nearby air defence station (RAF Leuchars) made 30 min after recording the signal in 
Figure 5(A) indicated few clouds at 0.8 km, broken cloud at 1.5 km and overcast cloud at 2.4 km. This is consistent with 
the measured 2.3 km constant cloud altitude from 7 min onwards. Similarly, a report made 2 min after recording the 
signal in Figure 5(B) indicated few clouds 1.2 km, consistent with the intermittent cloud seen around 1.4 km. 
4.2 Discussion 
These results demonstrate the operation of the instrument for detection of signals due to elastic back-scatter. A broad 
peak due to Rayleigh or Mie scattering could be detected, however the range of this detection was limited by the detector 
signal-to-noise. Strong scattering signals from cloud were detected and these signals have a form consistent with reports 
in the literature10,15. The furthest detectable cloud signal was found to be 5.5 km (Figure 4). The signal-to-noise ratio of 
this peak is around 7, suggesting that signals from further ranges would be obscured by detector noise. 
To improve the instrument's overall sensitivity it is our intention to replace our current photodiode detector with an 
avalanche photodiode (APD). The internal gain in an APD will provide an improved signal-to-noise ratio16, extending 
the maximum range and allowing detection of the scattering peak to greater ranges. In combination with further 
developments of our laser system this will enable us to make DIAL measurements. 
Figure 5. Cloud altitude over two 10 min periods on different days. Graph (A) shows a constant cloud base on a calm day with 
an abrupt change in altitude around 7 min. Graph (B) shows scattered clouds passing above the instrument on a windy day. 
Figure 4. The lidar signal measured with the instrument pointed at an elevation of 8° to the horizontal. The return signal 
from a cloud at 5.5 km gives an estimate of the maximum range of the instrument. 
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5. CONCLUSION 
We have demonstrated the operation of an eye-safe lidar instrument at a wavelength of 1.6 µm based on an optical 
parametric oscillator laser source, a 0.38 m diameter receiver telescope and a photodiode detector. The elastic-
backscatter from the atmosphere was detected over short ranges, and the return signal from cloud at ranges up to 5.5 km. 
The instrument will serve as a platform for our development of a DIAL lidar. 
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